[Problems of inhalation gas mixture conditioning in high-frequency jet apparatuses for mechanical lung ventilation].
The problem of inhalation gas mixture conditioning, an important problem of technological implementation of high-frequency jet apparatuses for mechanical lung ventilation (MLV), is discussed. Methods of heating and humidification of inhaled gas mixture are considered along with conventional methods used in anesthetic MLV apparatuses.